Mobile high-efficiency-filter air cleaners.
Below, we present our inspection and preventive maintenance (IPM) procedure for mobile high-efficiency-filter air cleaners, which we evaluated in the October 1995 issue of Health Devices (24[10]). This new procedure follows the format and numbering system used in the recently revised and expanded third edition of the Health Devices IPM System. This published procedure can be downloaded from ECRInet, ECRI's online information system, by using the IPM Task Manager software provided with the IPM System.